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QA SPECIALIST SQFQ/’)CI'OM AGENCY Tucson Police

EXHIBIT G-4
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ARIZONA DEPARTMENT OF PUBLIC SAFE

STANDARD QUALITY ASSURANCE PROCEDUR

INTOXILYZER MODEL 8000
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Display reads “PUSH BUTTON TO START
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Instrument

COMMENTS

Clock time check
Date check
Alcohol-free subject test result 0. 000 AC.

Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed

Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
Deficient sample printed.

tandard Calibration Check standard C. [Q0

Result: 0.09Y AC

is operating properly and accurately. YES L// NO
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DPS Form Exh G-4 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number : 80-000323 -
07/29/2011 12:48:

2o 1l
W AN

Standard Lot#: 719919

Last Changed By: S. CIONE #50616
QAS: S. CIONE #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD
Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 117
15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank 0.000 12:49:21
Diagnostic Test Pass 12:49:49
Air Blank 0.000 12:50:16
0.100 Cal Check 0.094 12:50:35
Air Blank 0.000 12:51:04
Subject Test 0.000 12:51:31
Air Blank 0.000 12:51:59
Five Minute Wait ABT*
Air Blank 0.000 12:52:33
*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizone Revised Statutes, this documnent is 2 certified duplicate of the information contained in computer

storage devices of the Tucson Police Deparment.



Not a Successfully Completed Test Sequence

Pursuant to section 28-1

INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-000323

07/29/2011 12:52:37
Standard Lot#: 719919

Last Changed By: S. CIONE #50616
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 117

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 12:53:20
Air Blank IPS** 12:53:28

*RFI Detect
**Improper Sample

~n—-

327, Arizona Revised Statutes, this document is 2 certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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INTOXILYZER 8000 C

Location: TUCSON POLICE DEPT
‘Serial Number : 80-000323 R ' B

07/29/2011 12553245

Standard Lot#: 719919 ‘ /fj\
Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12:54:37
Diagnostic Test Pass 12:54:58
Air Blank 0.000 12555825
0.1700 Cal Check 0.095 12:55:44
Air Blank 0.000 12:56:13
Subject Test 0.085%* 12:59:22
Air Blank 0.000 12:59:53
Air Blank 0.000 13:00:21
Subject Test XXX** 13:00:40
Air Blank 0.000 13:01:14

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statuces, this document is 2 certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.



Pursuant to section 28-1327, Arizona Revised Statutes, this do
storage devices of the Tucson Police Deparument.

INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-000323

_07/29/2011... SRR B - 0 I5-5 o1 <
Standard Lot#: 719919

Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 13:02:24
Cal Check 0.094 13:02:42
Air Blank 0.000 13:03:12

S o00h (ions

Operator's Signature

cument is 2 certified quplicate of the information contained in compurer



EXHIBIT G-2
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STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

D PURSUANT TO DUTY IMPOSED BY é //
13 5

STANDARD CALIBRATION CHECK PROCEDURE (b \
QA Specialist fSQ(A}\CLbﬂX AGENCY Tucson Police Department
DRTE 77/29/1] roue [ 2477

- V4
Intoxilyzer Serial # §0-000327 Location Orl'm,.! Lab

e that gas tank is attached to instrument and contains a
standard alcohol concentration solution 0.]00 AC,

al to reach 34°C + 0.2°C

(V/ ) 2 Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

( V/> 3 Go to the “Control Testing Menu”. Select “D” for dry
control test or “W® for wet control test After
selection is made press ENTER

( /,) 4 Air blank completed

(y/ ) 5 Calibration check completed. Test results O.Qﬂﬂ AC

( v/ ) 6 Rir blank completed

( v//) 7 Remove printed record \ttach the record to the completed
checklist

SIGNATURE ’612/\&/) G‘mf
g 7

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-000323

07/29/2011 12:47:04
Standard Lot#: 719919

Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 12:47:32
Cal Check 0.094 12547550
Air Blank 0.000 12:48:20

6&1/\&1/) C 1004

Operator's Signature

Pursuant to section 28-1327, Arizonz Revised Statutes, this document is a certified duplicate of the information contained 1n comptiter
storage devices of the Tucson Police Department.



TUCSON POLICE DEPARTMENT ?07{]/5

CRIME LABORATORY C
INTOXILYZER SERVICE RECORD ™

FOR \

CALIBRATION GAS TANK CHANGE 10

v q.\

Date: (7/2 Q’AI

QAS: Saﬁ//\/’) CI‘OM
Intoxilyzer Serial Number: g0 - 0003 273
New Lot Number: 119919

New Expiration Date: b / 2 / 2012

(/) Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

1
(/) 2. Remove the old gas tank and install the new one.

(V) 3. Hit the “ESC” key twice and swipe the QAS card.
(\/{ 4. Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:
Enter Target Value: 0.100
Enter Control Lot # From the tank label
Enter Exp Date: From the tank label (mm/dd/vyyy)
Edit info YN? Y or N ,
Update Std Info? Y ENTER
/ “Please wait saving...”
V) 5. Hit the “ESC” key twice.
) 6. Go to the “M-Maintenance” menu and select “Control Testing. ”
Select “D” for dry control test. After selection is made press
ENTER.

(“4 7. Air blank completed.

(V) 8. Calibration check completed. Test results O.QQQ AC.

V) 9.  Air blank completed.

( \/{ 10. Remove printed record. Attach the record to the completed checklist.

SIGNATURE  Saanh Lot
7

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000 9 O% //SC_

Location: TUCSON POLICE DEPT
Serial Number: 80-000323

- o ~07/29/2011 - 12:45438
Standard Lot#: 719919 \,\
Last Changed By: S. CIONE #50616 @
QAS: S. CIONE #50616
TUCSON PD
Test g/210L Time
Air Blank 0.000 12:46:05
Cal Check 0.094 12:46:24
Air Blank 0.000 12:46:53

Sl Crons

Operator's Signature

Pursuant to section 28-1327, Arizona Revised Statutes, this document is 2 certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.



TUCSON POLICE DEPARTMENT /0 //
CRIME LABORATORY (7 5(

~ INTOXILYZER SERVICE RECORD /b\\ B

\
e
Date: 7//QQ/90/ (

Qas: Soaroh Lot
Intoxilyzer Serial Number: €0 -000323

Reason For Service: Calibration chucks /‘unm‘/)[/a /0(//,

Date Qut of Service: "7//201/1/
Calibration Check completed prior to removal from service
Date: _7/29/i

SQAP completed prior to removal from service

Date: '7//2 9///

Corrective Action: \—_\Z/Sent to CML, Inc.

Pursuant to section 28-1327. Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.
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Service Evaluation Form

This form MUST be completed and enclosed with instrument to be serviced. /bb\
Faiiure to complete and return this form may cause delays in service.

(Note: please ship items in their original shipping container(s) or a similar protective box.)

1. Contact information: Customer Number 1050'75 (contact Customer Service)
Name //Z”}/ (al kaos Phone: (520 ) 837-7677]
Fax: (520) "7%-‘{&‘42 Emai!:’TErr‘/g/- @Alkgog@ #Ye50007 .90V
2. Bill to Address: Ship to Address:
Einante /Accourts Fayobls Toeson Polie Depastment Crime Lob
Po Box' 2750 ! 270 5. Stope Ave.
Tuesen , AZ 957126-7450 Toeson, A7 8570/-19/7
3. Seria! Number: §0-0003273 instrument Modet: _Z 5000
4. Detailed Description of Problem:
Nesd pre WTOPVt mas 7-87 fow

"

***Hazardous Material Warning! — DO NOT return gas cylinders with instrument{™*

g | Authorize Repairs Up To: S All D$250 E%OQ DSTSO gOthar $
Purchase Order Number (atiach 2 copy of P.O  if appiicable ) 3‘97’70

Authorized By:

/Erru Ga U£005 Tore) Cology Coorol z'/)mé;,/ Ship ta:

Name (Please Print) U Titie .
GOZZQA” 7 ,Zg 20 [/ Attn: Service Dept.

, 318 East Ninth Strest
Signature_/ (/ Date Owensborc, KY 42303

jNo, please send estimate before repairs are made.
Note: An estimate will be faxed before performing any repairs and may cause defays in

sernvice.

An evaluation fee ($79.00 or actual costs) will apply to estimates that are not repaired.

316 EAST NINTH STREET OWENSBORO, KENTUCKY 42303 | -866-835-069¢

Pursuant to Section 28.1327, Arizona
Revised Statutes, this document is a
certified duplicate of the information
contained in computer storage devices
of the Tucson Police Department.



